CSE (common standards for quantitative electrocardiography) data testing in Japan.
The authors comment on the present status of computerized electro-cardiogram (ECG) works in Japan and demonstrate the preliminary tentative results of CSE (common standards for quantitative electrocardiography) data analysis using the Nagoya program. The more detailed results of the performance of several programs in CSE data analysis are discussed by Dr. Willems.